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Notified Body Confirmation Letter Reference:  CERBO0326624 

 
To whom it may concern, 
 

Confirmation of the status of a formal application, written agreement, and appropriate 
surveillance in the framework of Regulation EU 2023/607 amending Regulations (EU) 2017/745 and 
(EU) 2017/746 as regards the transitional provisions for certain medical devices and in vitro 
diagnostic medical devices 

 

This letter confirms that, Kiwa Cermet Italia S.p.a., a Notified Body (NB) designated against 
Regulation (EU) 2017/745 (MDR) and identified by the number 0476 on NANDO, has received a 
formal application in accordance with Section 4.3, first subparagraph of Annex VII of MDR and has 
signed a written agreement in accordance with Section 4.3, second subparagraph of Annex VII of 
MDR with the following manufacturer:  

 
TONOLI S.r.l. 

Via F.lli Rosselli, 1 - 25050 Passirano (BS) 

 

SRN Number (if available): On going 

 

The devices covered by the formal application and the written agreement mentioned above are 
identified in the Tables below. Table 1 identifies the devices for which an MDR application has been 
received, written agreement concluded and for which the NB is also responsible for appropriate 
surveillance of the corresponding devices under the applicable Directive. Table 2 identifies the 
devices for which an MDR application has been received and a written agreement concluded, but the 
NB has not yet taken the responsibility for appropriate surveillance of the corresponding devices 
under the applicable Directive. 

 
In the case of devices covered by certificates issued under Directive 90/385/EEC (AIMDD) or Directive 
93/42/EEC (MDD) that expired after 26 May 2021 and before 20 March 2023, without having been 
withdrawn, this letter also confirms that the manufacturer signed the written agreement under MDR 
by the date of MDD/AIMDD certificate expiry; or provided evidence that a competent authority of a 
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Member State had granted a derogation or exemption from the applicable conformity assessment 
procedure in accordance with Article 59(1) of MDR or Article 97(1) of the MDR respectively, by the 20 
Mar 2023 for the relevant devices. 

 

The transition timelines that apply to the devices covered by this letter, subject to the 
manufacturer’s continued compliance to the other conditions specified in Article 120.3c of MDR (as 
amended by (EU) 2023/607), are shown below: 

• 26 May 2026 for Class III custom-made implantable devices  

• 31 December 2027 for Class III devices and Class IIb implantable devices excluding Well-
established technologies (WET - sutures, staples, dental fillings, dental braces, tooth crowns, 
screws, wedges, plates, wires, pins, clips and connectors) 

• 31 December 2028 for other Class IIb devices, Class IIa, Class I devices placed on the market 
in sterile condition or have a measuring function 

• 31 December 2028 for devices not requiring the involvement of a notified body under MDD 
but requiring it under MDR (e.g., class I devices that qualify as re-usable surgical instruments) 

 
 

On behalf of the Notified Body, 
Dr.ssa Frabetti Alessia 

Medical Device Division Manager 
 

 Firmato digitalmente
da: ALESSIA
FRABETTI
Data: 18/06/2024
08:48:23
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Table 1: Devices covered by this letter and for which the NB is also responsible for appropriate 
surveillance of the corresponding devices under the applicable Directive: 

Device name or Basic UDI-DI (under 
MDR application) 

MDR Device 
classification (as 
proposed by the 
manufacturer and 
verified at the pre-
application stage) 

If the MDR device is a 
substitute device, 
identification of the 
corresponding 
MDD/AIMDD device  

MDD/AIMDD 
Certificate Reference(s) 
of the devices under 
MDR application, and 
the NB Identification 

Tubi in rame per impianti di 
distribuzione di gas medicinali e loro 
miscele, aria, vuoto ed evacuazione 
gas anestetici 
(8056894390002Z120309DT012AYXX) 

Class IIa N/A 
 

Certificate n. MED 
31611, first issue 2020-
05-22 

 
Table 2: Devices covered by this letter and for which the NB is NOT responsible for appropriate 
surveillance of the corresponding devices under the applicable Directive: 
 

Device name or Basic 
UDI-DI (under MDR 
application) 

MDR Device classification 
(as proposed by the 
manufacturer and verified 
at the pre-application 
stage) 

If the MDR device is a 
substitute device, 
identification of the 
corresponding 
MDD/AIMDD device  

MDD/AIMDD Certificate 
Reference(s) of the devices 
under MDR application, and 
the NB Identification 

N/A N/A N/A N/A 

 
 
 
 
 
Confirmation Letter Revision History 

Date NB internal reference 
traceable to each version 
of the letter 

Action 

2024/06/13 0 Initial issue 

 
For further information on the content of the letter or verification of the validity of the letter please 
contact medical@kiwa.com  or phone at +39.051.4593.111  

mailto:medical@kiwa.com
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Via Don Primo Mazzolari, 44

TONOLI  S.r.l.

25050 Passirano, BS - Italia

Sede Legale e Operativa / Registered and Operational Headquarter:

Si certifica che, sulla base dei risultati degli audit effettuati, il Sistema di garanzia di Qualità
della Produzione dell’Organizzazione/ We certify that, on the basis of the audits carried out,
the Production Quality Assurance System of the Organization:

Certificato CE del Sistema di Garanzia della Qualità
EC Quality Assurance System Certificate

è conforme ai requisiti applicabili della Direttiva 93/42/CEE e successive modifiche ed 
integrazioni, Allegato V, attuata in Italia con Dlgs. 46 del 1997/02/24 e successive modifiche 
ed integrazioni per le seguenti tipologie di Dispositivi Medici / Is in compliance with the 
applicable requirements of 93/42/EEC Directive as amended, Annex V, transposed in Italy by 
Dlgs. 46 of 1997/02/24 as amended  for the following Medical Devices:

Tubi in rame per la realizzazione di impianti di distribuzione dei gas medicali e loro miscele, 
aria, vuoto e gas anestetici / Copper tubes for pipeline systems for medical gases and their 
mixtures, air, vacuum and anesthetic gases scavenging systems

Rif. rapporto di audit/ Ref. audit report: 20-21/11/2019

Rif. analisi documentazione tecnica/ Ref. technical documentation analysis: 20/09/2019

Chief Operating Officer

Giampiero Belcredi

Firmato digitalmente da:BELCREDI GIAMPIERO
Data:28/05/2020 09:19:05
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Identificazione  dei Dispositivi  Medici/  Identification of Medical Devices:

Allegato  tecnico  al Certificato/
Technical sheet enclosed to the Certificate 

Tipologia  / Medical Devices:
Tubi in rame per la realizzazione di impianti di distribuzione dei gas medicali e loro miscele, aria, vuoto 
e gas anestetici / Copper tubes for pipeline systems for medical gases and their mixtures, air, vacuum 
and anesthetic gases scavenging systems

Classe di rischio  / Risk class:
II a

Codice  NANDO  / NANDO codes:

MD 1112

Tubo di rame Medicalfein / Medicalfein copper tube

Modello  / Model:

MXXXX

Codici  / Codes:

La lista completa dei codici, relativi ai modelli certificati, è disponibile presso Kiwa Cermet Italia./ The complete list of the 
codes related to the certificated models is available at Kiwa Cermet Italia. Il presente Certificato è soggetto al rispetto dei 
requisiti contrattuali di Kiwa Cermet Italia ed è valido solo per le tipologie di dispositivi sopra identificate soggette a 
sorveglianza/ This Certificate is subject to Kiwa Cermet Italia regulations and it is valid only for the above mentioned 
Medical Devices that are subject to survey. L’allegato tecnico è parte integrante del presente Certificato./ The technical 
sheet is an integrating part of this Certificate.

Chief Operating Officer

Giampiero Belcredi
Firmato digitalmente da:BELCREDI GIAMPIERO
Data:28/05/2020 09:19:27


